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REPORTING OF ERRORS 
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SECTION I 
INTRODUCTION 


1. Scope 

This manual lists spares and repair parts; special tools; 
special test, measurement, and diagnostic equipment 
(TMDE), and other special support equipment required 
for performance of organizational maintenance of the 
LS-69A. It authorizes the requisitioning and issue of 
spares and repair parts as indicated by the source and 
maintenance codes. 


2.. General 
This Repair Parts and Special Tools List is divided into 
the following sections: 

a. Repair Parts List. A list of spares 
and repair parts authorized for use in the performance of 
maintenance. The list also includes parts which must be 
removed for replacement of the authorized parts. Parts 
lists are composed of functional groups in numeric 
sequence, with the parts in each group listed in figure 
and item number sequence. 

b. .Section Ш. Special Tools List. Not applicable. 


с. National Stock Number and Part 
Number Index. A list, in National item identification 
number (NIIN) sequence, of all National stock numbers 
(NSN) appearing in the listings, followed by a list, in 
alphameric sequence, of all part numbers appearing in 
the listings. National stock numbers and part numbers 
are cross-referenced to each illustration figure and item 
number appearance. 


3. Explanation of Columns 
a. Illustration. This column is divided as follows: 

(1) Figure number. Indicates the figure 
number of the illustration on which the item is shown. 

(2) Item number. The number used to 
identify item called out in the illustration. 

b. Source, Maintenance, and Recoverability 
(SMR) Codes. 

(1) Source code. Source codes indicate the 
manner of acquiring support items for maintenance, 
repair, or overhaul of end items. Source codes are 
entered in the first and second positions of the Uniform 
SMR Code format as follows: 

Code Definition 
PA--Item procured and stocked for anticipated or known 
usage. 


PD--Support item, excluding support equipment, 


procured for initial issue or outfitting and stocked only 
for subsequent or additional initial issues or outfittings. 
Not subject to automatic replenishment. 

XD-A support item that is not stocked. When required, 
item will be procured through normal supply channels. 


NOTE 
Cannibalization or salvage may be 
used as a source of supply for any 
items source coded above except 
those coded XA and aircraft support 
items as restricted by AR 700-42. 

(2) Maintenance code. Maintenance codes 
are assigned to indicate the levels of maintenance 
authorized to USE and REPAIR support items. The 
maintenance codes are entered in the third and fourth 
positions of the Uniform SMR Code format as follows: 

(a) The maintenance code entered in 
the third position will indicate the lowest maintenance 
level authorized to remove, replace, and use the 
support item. The maintenance code entered in the 
third position will indicate one of the following levels of 
maintenance: 

Code Application/Explanation 
O-- Support item is removed, replaced, used at the 
organizational level. 

(b) The maintenance code entered in 
the fourth position indicates whether the item is to be 
repaired and identifies the lowest maintenance level 
with the capability to perform complete repair (i.e., all 
authorized maintenance functions). This position will 
contain one of the following maintenance codes: 

Code Application/Explanation 

H-- The lowest maintenance level capable of complete 
repair of the support item is the general support 
level. 

D-- The lowest maintenance level capable of complete 
repair of the support item is the depot level. 

Z-- Nonreparable. No repair is authorized. 

(3) Recoverability code. Recoverability 
codes are assigned to support items to indicate the 
disposition action on unserviceable items. The 
recoverability code is entered in the fifth position of the 
Uniform SMR Code format as follows: 


Recoverability 

codes Definition 

Z-- Nonreparable item. When unserviceable, condemn 
and dispose at the level indicated in position 3. 

H-- Reparable item. When uneconomically reparable, 
condemn and dispose at the general support 
level. 

D-- Reparable item. When beyond lower level repair 
capability, return to depot. Condemnation and 
disposal not authorized below depot level. 

c. National Stock Number. Indicates the National 
stock number assigned to the item and will be used for 
requisitioning purposes. 

d. Part Number. Indicates the primary number 
used by the manufacturer (individual, company, firm, 
corporation, or Government activity), which controls 
the design and characteristics of the item by means of 
its engineering drawings, specifications, standards, 
and inspection requirements to identify an item or range 
of items. 


NOTE 
When a stock numbered item is 
requisitioned, the repair part 


received may have a different part 
number than the part being replaced. 

e. Federal Supply Code for Manufacturer (FSCM). 
The FSCM is a 5-digit numeric code. Listed in SB 708- 
42 which is used to identify the manufacturer, 
distributor, or Government agency, etc. 

f. Description. Indicates the Federal item name 
and, if required, a minimum description to identify the 
item. 

g. Unit of Measure (U/M). Indicates the standard 
of the basic quantity of the listed item as used in 
performing the actual maintenance function. This 
measure is expressed by a two-character alphabetical 
abbreviation (e.g., ea, in, pr, etc). When the unit of 
measure differs from the unit of issue, the lowest unit of 
issue that will satisfy the required units -of measure will 
be requisitioned. 

h. Quantity Incorporated in Unit. Indicates the 
quantity of the item used in the breakout shown on the 
illustration figure, which is prepared for a functional 
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group, subfunctional group, or an assembly. 
4. Special Information 

a. The following publication pertains to the LS-69A 
and its components: 
TM 11-6760-232-12, Test Set, Photographic Flasher 
System, Bench LS-69A 

b. The illustrations in this manual are identical to 
those published in TM 11-6760-232-34P. Only those 
parts assigned the third position SMR maintenance code 
"C" or "O" are listed in the tabular listing; therefore, 
there may be a break in the item number sequence. 
Only illustrations containing organizational authorized 
items appear in this manual. 
5. How to Locate Repair Parts 

a. When National stock number or part number is 
unknown. 

(1) First. Using the table of contents, 
determine the functional group within which the item 
belongs. This is necessary since illustrations are 
prepared for functional groups and listings are divided 
into the same groups. 

(2) Second. Find the illustration covering the 
functional group to which the item belongs. 

(3) Third. Identify the item on the illustration 
and note the illustration figure and item number of the 
item. 

(4) Fourth. Using the Repair Parts Listing, 
find the figure and item number noted on the illustration. 

b. When National stock number or part number is 
known. 

(1) First. Using the Index of National Stock 
Numbers and Part Numbers, find the pertinent National 
stock number or part number. This index is in NIIN 
sequence followed by a list of part numbers in 
alphameric sequence, cross-referenced to the 
illustration figure number and item number. 

(2) Second. After finding the figure and item 
number, locate the figure and item number in the repair 
parts list. 

6. Abbreviations 
Not applicable. 


(Next printed page is 4) 
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EL3ETOOI 
Figure 1. Test Set, Photographic Flasher System Bench LS-69A. 
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SECTION II 


(1) 


ILLUSTRATION 


NATIONAL 
STOCK 
NUMBER 


6760-00-113-5726 
6760-00-L16-7088 


PART 
NUMBER 


LM179A 


LML187A 
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(6) 
DESCRIPTION 


GROUP 00 test set, photographic 
flasher system, bench LS-69A 


BENCH TEST PANEL 
POWER LMTR BLOWER 
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NOTE: FOR COMPLETE REFERENCE DESIGNATION PREFIX WITH Al 


EL3EI002 


Figure 2. Bench Test Panel LM-179A (A1). 
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SECTION II 


(1) (6) 


ILLUSTRATION DESCRIPTION 
(b) NATIONAL 


ITEM SMR STOCK PART 
NO. CODE NUMBER NUMBER 


GROUP 01 BENCH TEST PANEL LM-179A (A1 
7148-1205 CASE, BENCH TEST SET 
6760-00-898-7281 LM-180A CABLE ASSY, SP, ELEC 
5995-00-999-4811 7148-1212 CABLE ASSY, SP, ELLC 
5995-00-999-4812 7148-1213 CABLE ASSY, SP, ELEC 


6760-00-93Т-3793 LM1B82A CABLE ASSY, SP, ELEC 


6760-01-937-3792 1148-1215-1 CABLE ASSY, SP, ELEC. 
6760-00-937-3791 LM184A CABLE ASSY, SP, ELEC 


6760-00-841-9369 LM-185A CABLE ASSY, SP, ELEC 


6760-00-841-9368 LM-116A CAOLE ASSY, SP, ELEC 
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Figure 3. Panel, Bench Test Set (A1A1 
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SECTION Il 
(1) 
ILLUSTRATION 


(b) 
ITEM | SMR 


NO. CODE 


NATIONAL 
STOCK 
NUMBER 


6240-00-155-7836 


6240-00-155-7836 


5355-00-151-7597 


6240-00-155-7836 


5355-00-682-6753 


5920-00-010-6652 


6240-00-155-6636 


6240-00-155-7836 


5355-00-579-6390 


6240-00-155-7583 


6240-00-155-1736 


6240-U0-155-7836 


6240-00-155-7836 


PART 
NUMBER 


MS25237-327 


M525237-327 


1C-WL2G 


MS25237-327 


70-3-1G 


FO2A250V3A 


MSZ5237-327 


MS25237-327 


90-3-2G 


M525237-327 


MS25231-327 


M525237-327 


MS25237-327 


96906 


96906 


49956 


96906 


49956 


61349 


46906 


46906 


49956 


96906 


969061 


96900 


96906 


(6) 
DESCRIPTION 


TM 32-5835-250-14&P 


GROUP 0101 PANEL BENCH TEST SET (A1A1 


LAMP, INCANDESCENT 
LAMP, INCANDESCENT 
KNOB 

LAMP, INCANDESCENT 
KNOB 

FUSE, CARTRIDGE 
LAMP INCANDESCENT 
LAMP, INCANDESCENT 
KNOB 

LAMP, INCANDESCENT 
LAMP, INCANDESCENT 


LAMP, INCANDESCENT 


LAMP, INCANDESCENT 


TM 11-6760-232-20P 


2,3 


Gr 


Figure 4. Power Limiter and Blower Assembly LM-187A (A2). 
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SECTION Il 
(1) 
ILLUSTRATION 
(b) NATIONAL 


ITEM SMR STOCK 
NO. CODE NUMBER 


6760-00-840-9806 
6760-00-840-9802 


6760-00-841-9367 


PART 
NUMBER 


7148-1414 


LM-188A 


LM-190A 


LM-18BA 
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(6) 
DESCRIPTION 


GROUP 02 POWER LIMITER AND 
BLOWER ASSEMBLY 
LM-187A (A2) 


CUSHION, TOP 
HOSE AND CLAMP ASSY 
CABLE ASSY, SP, ELEC 


CABLE ASSY, SP, ELEC 
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Figure 5. Panel and Component Assembly (A2A1). 
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SECTION II 


(1) 
ILLUSTRATION 
(a) (b) 


FIG ITEM SMR 
NO. NO. CODE 


| 


NATIONAL 
STOCK 
NUMBER 


6240-00-723-3378 


PART 
NUMBER 


MS25252NE2J 


(6) 
DESCRIPTION 


GROUP 0201 PANEL AND 
COMPONENT ASSEMBLY 
(A2A1) 


LAMP, GLOW 
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SECTION IV 


STOCK NUMBER 


5920-00-010-6652 
6760-00-113-5726 
6760-00-111-7088 
6240-00-155-7E36 
6240-00-155-7836 
6240-00-155-7е36 
6240-00-155-7836 
6240-00-155-7636 
6240-00-155-7836 
6240-00-155-7836 
6240-00-155-7836 


РАНТ 
NUMBER 


FO2A250V3A 
LM-180A 
LM-185A 
LM--186A 
LM-I88A 
LM-185A 
LM-150A 
LM-175A 
LM-182A 
LM-184A 
LM-187A 
MS25237-327 
MS25237-327 
MS25237-327 
MS25237-327 


NATIONAL STOCK NUMBER AND PART NUMBER INDEX 
NOTE: LATEST NATIONAL STOCK NUMBER ASSIGNMENTS ARE INCLUDED AT END OF INDEX 
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ITEM 


EN 
IO CO O1 S IO — CO — о о O> 


№ 


STOCK NUMBER 


6240-00-155-7836 
5355-00-575-6350 
5355-00-882-6753 
6243-00-723-3378 
5355-00-151-7557 
6760-00-537-3751 
6760-00-537-3752 
6760-00-537-3753 
5995-00-559-4811 
5995-00-555-4812 


PART 
NUMBER 


MS25237-327 
MS25237-327 
MS25237-327 
M525237-327 
MS25237-327 
MS25252NE2J 
70-3-1G 
70-8WL2G 
7148-1205 
7148-1212 
7148-1213 
7148-1215-1 
7148-1414 
90-3-2G 


LATEST NATIONAL STOCK NUMBER ASSIGNMENTS 


STOCK NUMBER 


6760-00-840-9802 
6760-00-840-9806 
6760-00-841-9367 
6760-00-841-9368 
6760-00-841-9369 
6760-00-898-7281 
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FIG ITEM 
NO NO 
4 8 
4 6 
4 9 
2 13 
2 12 
2 6 


FIG 
NO. 


N n9 I9 I) TO Оо O1 G) C G 


FSCM 


96906 
96906 
96906 
969C6 
96906 
96906 
49956 
49956 
11871 
11871 
11871 
11871 
11871 
49956 


FIG 


z 
o 


G + S Го S о Оо Оо (Л Оз Оз Оз Q) GO 
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By Order of the Secretary of the Army: 


BERNARD W. ROGERS 
General, United States Army 
Official: Chief of Staff 


J. C. PENNINGTON 
Major General, United States Arm-y 
The Adjutant General 


DISTRIBUTION: 


To be distributed in accordance with DA Form 12-31, Organizational maintenance requirements for OV- 
1A, B, C, OV-1D Aircraft. 


*U.S. GOVERNMENT PRINTING OFFICE: 1979-665-012/1408 


RECOMMENDED CHANGES TO EQUIPMENT TECHNICAL PUBLICATIONS 


SOMETHING WRONG WITH PUBLICATION 


FROM: (PRINT YOUR UNIT'S COMPLETE ADDRESS) 


ТНЕМ. ЛОТ DOWN THE 

DOPE ABOUT IT ON THIS FORM. 

CAREFULLY TEAR IT OUT, FOLD IT 

AND DROP IT IN THE MAIL. n TE SENT 


K Е 


IN THIS SPACE, TELL WHAT IS WRONG 


| AND WHAT SHOULD BE DONE ABOUT IT. 


PRINTED NAME, GRADE OR TITLE AND TELEPHONE NUMBER SIGN HERE 


DA RM 2028-2 PREVIOUS EDITIONS P.S.--IF YOUR OUTFIT WANTS TO KNOW ABOUT YOUR 


JUL 79 ARE OBSOLETE. RECOMMENDATION MAKE A CARBON COPY OF THIS 


AND GIVE IT TO YOUR HEADQUARTERS. 


Linear Measure 


1 centimeter = 10 millimeters = .39 inch 

1 decimeter = 10 centimeters = 3.94 inches 
1 meter = 10 decimeters = 39.37 inches 

1 dekameter = 10 meters = 32.8 feet 

1 hectometer = 10 dekameters = 328.08 feet 
1 kilometer = 10 hectometers = 3, 280.8 feet 


Weights 


1 centigram = 10 milligrams = .15 grain 

1 decigram = 10 centigrams = 1.54 grains 

1 gram = 10 decigram = .035 ounce 

1 decagram = 10 grams = .35 ounce 

1 hectogram = 10 decagrams = 3.52 ounces 
1 kilogram = 10 hectograms = 2.2 pounds 

1 quintal = 100 kilograms = 220.46 pounds 

1 metric ton = 10 quintals = 1.1 short tons 


To change To 
inches centimeters 
feet meters 
yards meters 
miles kilometers 


square inches 
square feet 
square yards 
square miles 
acres 


square centimeters 
square meters 
square meters 
square kilometers 
square hectometers 


cubic feet cubic meters 
cubic yards cubic meters 
fluid ounces milliliters 

pints liters 

quarts liters 

gallons liters 

ounces grams 

pounds kilograms 
short tons metric tons 
pound-feet Newton-meters 


pound-inches 


°F 


Newton-meters 


Fahrenheit 


temperature 


The Metric System and Equivalents 


Approximate Conversion Factors 


Multiply by 


Liquid Measure 


1 centiliter = 10 milliters = .34 fl. ounce 

1 deciliter = 10 centiliters = 3.38 fl. ounces 
1 liter = 10 deciliters = 33.81 fl. ounces 

1 dekaliter = 10 liters = 2.64 gallons 

1 hectoliter = 10 dekaliters = 26.42 gallons 
1 kiloliter = 10 hectoliters = 264.18 gallons 


Square Measure 


1 sq. centimeter = 100 sq. millimeters = .155 sq. inch 

1 sq. decimeter = 100 sq. centimeters = 15.5 sq. inches 

1 sq. meter (centare) = 100 sq. decimeters = 10.76 sq. feet 
1 sq. dekameter (are) = 100 sq. meters = 1, 076.4 sq. feet 


1 sq. hectometer (hectare) = 100 sq. dekameters = 2.47 acres 


1 sq. kilometer = 100 sq. hectometers = .386 sq. mile 


Cubic Measure 


1 cu. centimeter = 1000 cu. millimeters = .06 cu. inch 
1 cu. decimeter = 1000 cu. centimeters = 61.02 cu. inches 
1 cu. meter = 1000 cu. decimeters = 35.31 cu. feet 


To change 


ounce-inches 
centimeters 
meters 

meters 

kilometers 

square centimeters 
square meters 
square meters 
square kilometers 
square hectometers 
cubic meters 

cubic meters 
milliliters 

liters 

liters 

liters 

grams 

kilograms 

metric tons 


Temperature (Exact) 


5/9 (after 


subtracting 32) 


Celsius 


temperature 


To 


Newton-meters 
inches 

feet 

yards 

miles 

square inches 
square feet 
square yards 
square miles 
acres 

cubic feet 
cubic yards 
fluid ounces 
pints 

quarts 
gallons 
ounces 
pounds 

short tons 


°C 


Multiply by 
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